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Abstract
Deformable image registration (DIR) is a type of registration that calculates a deformable
vector field (DVF) between two image data sets and permits contour and dose propagation.
However the calculation of a DVF is considered an ill-posed problem, as there is no exact
solution to a deformation problem, therefore all DVFs calculated contain errors. As a result
it is important to evaluate and assess the accuracy and limitations of any DIR algorithm
intended for clinical use. The influence of image quality on the DIR algorithms performance
was also evaluated.
The hybrid DIR algorithm in RayStation 4.0.1.4 was assessed using a number of evalu-
ation methods and data. The evaluation methods were point of interest (POI) propagation,
contour propagation and dose measurements. The data types used were phantom and pa-
tient data. A number of metrics were used for quantitative analysis and visual inspection
was used for qualitative analysis.
The quantitative and qualitative results indicated that all DVFs calculated by the DIR al-
gorithm contained errors which translated into errors in the propagated contours and prop-
agated dose. The results showed that the errors were largest for small contour volumes
(<20cm3) and for large anatomical volume changes between the image sets, which pushes
the algorithms ability to deform, a significant decrease in accuracy was observed for anatom-
ical volume changes of greater than 10%. When the propagated contours in the head and
vi
neck were used for planning the errors in the DVF were found to cause under dosing to
the target tumour by up to 32% and over dosing to the organs at risk (OAR) by up to 12%
which is clinically significant. The results also indicated that the image quality does not
significantly effect the DIR algorithms calculations. Dose measurements indicated errors
in the DVF calculations that could potentially be clinically significant. The results indicate
that contour propagation and dose propagation must be used with caution if clinical use
is intended. For clinical use contour propagation requires evaluation of every propagated
contour by an expert user and dose propagation requires thorough evaluation of the DVF.
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Chapter 1
Background and Introduction
1.1 Introduction
Cancer is a general term for a range of diseases, all of which are characterised by abnormal
and malfunctioning cells within the body. Cells that have become cancerous are unable to
produce tissue which functions normally within the body, instead, cancer cells grow and
divide uncontrollably which leads to malignant neoplasms or tumours that may invade sur-
rounding anatomy and metastasize to other sites in the body forming secondary tumours
[37]. Cancer is one of the leading causes of death worldwide, accounting for 8.2 million
deaths in 2012 which was approximately 15% of all deaths [13].
The standard treatments for cancer are surgery, chemotherapy or radiation therapy and
are often done in conjunction with each other to improve treatment outcome. Radiation
therapy is the use of ionising radiation in a controlled way to treat cancer patients, the
treatments are either radical or palliative. Ionising radiation is used because of its ability to
control the cell population of the targeted cancerous tumour, it does this by damaging the
2 Background and Introduction
genomic structures within the cell which induces cellular death [9].
The main aim of radiotherapy is to destroy the tumour tissue while minimising the dam-
age to surrounding normal tissue which includes the organs at risk (OAR). The OARs are
critical structures that have different radiosensitivities and if over dosed can cause signifi-
cant toxicity effects to the patient. The therapeutic ratio is used to relate the tumour control
probability to the normal tissue control probability, that is it relates the dose that is required
to control or destroy the tumour tissue to the maximum dose the surrounding normal tissue
can tolerate [5]. Normal tissues are at risk of getting damaged or destroyed by the doses
required to control the tumour, however delivering insufficient dose to the tumour to protect
the surrounding normal tissue limits the tumour control. The therapeutic ratio is used to
maximise the control of the tumour tissue but at the same time minimise the damage to nor-
mal tissue. A range of ever advancing techniques and technologies are used to help target
the tumour tissue better and therefore improve the therapeutic ratio [11] [4].
An important part of radiation therapy is medical imaging. Medical imaging is used to
obtain anatomical and physiological information about a patient in order to extract relevant
information for research or clinical purposes. This includes diagnosis, planning, treatment,
guided treatment and disease monitoring [7]. The data provided by the different imaging
modalities is a fundamental component to patient management in radiation therapy.
All interventions and associated procedures that require a patient to receive a dose of ra-
diation must be justified and optimised according to the recommendations set by ICRP. The
principle of justification is the requirement that any dose delivered to a patient does more
good than harm. The principle of optimisation is the requirement that any dose delivered to
a patient should be kept as low as reasonably achievable [24].
Radiation therapy treatments are generally delivered in fractions, this is based on the fact
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that healthy cells tend to repair and regenerate faster than malignant cells so fractionation
allows time for that to occur therefore minimising the detrimental effects on healthy cells.
Tumour cells are also in different phases at different times, fractionation allows time for the
different cells to move into a more radiosensitive phase [16].
As a result of fractionation the total treatment time is typically relatively long, with
average time periods on the order of weeks during which time anatomical changes occur,
the magnitudes of these changes are important and can influence the dose delivered and
treatment outcomes [23]. The magnitudes of the anatomical changes can be assessed using
medical imaging in conjunction with a treatment planning system (TPS).
In order to analyse medical images taken of the same patient, either by the same imag-
ing modality (intra-modality) or by different imaging modalities (inter-modality), the im-
ages need to be aligned and fused to one another in a common coordinate system, this is
commonly referred to as image registration. An image registration algorithm computes the
required geometric transformations to map corresponding or homologous points between
the two image sets to be co-registered [17]. In this thesis these are referred to as the ref-
erence image set and the target image set, registration results in the target image set being
spatially aligned to the reference image set.
two images, a reference image and a target image, resulting in the reference image being
spatially aligned to the target image. This process is generally done with images of the
same scene from the same perspective, although not necessarily at the same time. The
underlying goal of image registration is to accurately compare and enhance images that
different imaging techniques can provide.
Image registration can be split into two broad categories, rigid and non-rigid (or de-
formable) registration. Rigid registration is a linear transformation that has 6 degrees of
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freedom, 3 for translational (x, y, z), and 3 for rotational (pitch, yaw, roll). An extension
to RR is the affine transformation which adds an extra 6 degrees of freedom for stretch-
ing/skewing in each dimension [12]. Deformable image registration (DIR) is a non-linear
transform that increases the number of degrees of freedom and is often performed following
a global RR. The accuracy and extent of the deformation depends on the transformation
function used which range from a mesh grid that deforms according to higher order poly-
nomials to a completely deformable (free-form or fluid) transformation. The free-form de-
formable registration generates a deformation vector field which carries information about
the positional change of every voxel in the image. The vector fields point from the reference
image voxel positions to the displaced voxel positions in the target image [21].
DIR has the potential to aid adaptive radiotherapy (ART). ART is where a radiotherapy
treatment is adapted to suit the tissue changes of the patient, due to for example weight loss
or swelling, as these tissue changes may have an adverse effect of the therapeutic ratio if
they are not accounted for. ART is achieved by taking another computed tomography (CT)
scan (re-CT) of the patient, in addition to the original CT scan. The re-CT image data is
then transferred to a TPS for treatment replanning. DIR can potentially help aid this process
by permitting contour propagation and dose propagation to the new CT image set which can
aid in generating a new treatment plan [6].
Contour propagation is where the contours are deformed and transferred from the origi-
nal planning CT images to the Re-CT images. The transfer of contours removes the need to
re-contour (or at least can minimise the time spent re-contouring because any adjustments
should be minimal, that is if the DIR transformations are accurate) and hence can potentially
make the ART process more efficient [40].
Dose propagation is where dose is mapped from one CT image set to another CT image
set using the deformable vector field (DVF) calculated by the DIR algorithm [29]. Dose
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propagation can be used for dose accumulation, which is where the dose delivered from
each treatment is summed or accumulated, which can potentially benefit ART. The idea be-
hind dose accumulation is that the dose is calculated on each CBCT taken of the patient on
treatment and mapped back to the original planning CT using the DVF calculated by the
DIR algorithm, this is done for multiple CBCT scans and is then summed to get the dose
accumulated to the patient over the course of treatment. This information could then poten-
tially be used to make a decision on whether or not to pursue ART. This process requires
that the DIR algorithm is able to calculate an accurate DVF, as the TPS uses this to map the
dose from the CBCT to the planning CT, any error in the DVF will result in an error in the
dose on the planning CT which undermines any decision to pursue ART.
Dose propagation is also important in the treatment of cancer recurrence whereby the
dose is mapped from the previous treatment to the new one such that it is possible to reduce
dose to critical OARs. Dose propagation is very sensitive to small deformation errors in
high dose gradient regions and as such depends greatly on the deformation accuracy [18].
The calculation of a DVF is considered an ill-posed problem as there is no singular solu-
tion. Therefore if a DIR algorithm is being considered for clinical use it must be thoroughly
assessed and evaluated. Multiple methods of assessment need to be undertaken, which in-
clude the use of clinical patient data, phantoms and dose measurements, this is required in
order to establish the accuracy and limitations of the algorithm.
1.2 Aim
The main aim of this research is to assess and validate the hybrid DIR algorithm in the
RayStation TPS for possible clinical use. The accuracy and limitations of the DIR algorithm
6 Background and Introduction
will be analysed. The effect of image quality on the DIR algorithm will also be evaluated
along with the use of contour propagation and dose propagation which could potentially
benefit ART.
The algorithm will be assessed using phantom CBCT and CT images and real patient
CT images. The algorithm will be assessed by contour and POI propagation and by dose
measurements. The contour and POI propagation will be analysed qualitatively using sim-
ilarity metrics, these are the deformed volume ratio (DVR), the dice similarity coefficient
(DSC), the centroid distance (CD) and the target registration error (TRE). The contour and
POI propagation will also be analysed by visual inspection. The dose measurement data
will be compared directly to the predicted dose on the TPS.
1.3 RayStation Algorithm
The DIR algorithm investigated was the hybrid DIR algorithm in RayStation version 4.0.1.4.
The computation of a DVF requires a similarity measure which is the driving force of the
computation. The similarity measure can be either intensity or geometrically based and
in the case of the hybrid it can be both. The intensity based image similarity metric is the
correlation coefficient. The geometric input is optional and can be a contour and/or points of
interest (POI) defined on both image data sets, this helps guide the algorithm. The geometric
inputs are called controlling structures and controlling POIs.
The DIR algorithm defines two image sets, the reference and the target. The deformation
grid is defined as a set of points equally spaced on a lattice which divides space into box
shaped elements or voxels. The DIR algorithm computes a vector field on the deformation
grid, the vectors point from the individual voxels on the reference to the corresponding
1.3 RayStation Algorithm 7
voxels on the target image set. The vector field is defined as the deformation vector field
(DVF).
The deformation vector at a grid point, xi, in three dimensional real-space is defined as,
vi. The registration problem is formulated as a non-linear optimisation problem with the
following objective function.
f (v) = αC(v)+(βH(v)+ γS(v)δD(v)) (1.1)
Where α , γ and δ are real non-negative weights. The term, C(v), is the intensity based
image similarity function which uses the correlation coefficient to calculate a DVF which is
modified and influenced by the other terms. The correlation coefficient measures the simi-
larity between the deformed image set, which has had the DVF applied to it, and the target
image set, this is used to try and increase the accuracy of the DVF calculated. The cor-
relation coefficient is independent of linear transformations of the image intensities which
makes it useful for the registration of CT and CBCT image sets [6] [39].
The term βH(v) + γS(v) controls the regularisation, which helps the algorithm calculate
a realistic DVF. The first part of the regularisation term, βH(v), helps ensure that the DVF
calculated is smooth such that there are no discontinuities in the vector field, this is done in
part by essentially penalising large jumps in adjacent vector values [39]. The first part of the
regularisation term also ensures that the DVF calculated is invertible, whereby the inverse
DVF is also smooth and continuous, this is controlled by the parameter β , which is locally
adjusted to achieve invertibility as illustrated in figure 1.1. The invertible requirement means
that it is inverse consistent such that the algorithm gives a similar but inverted solution if the
reference and target image sets were registered in the opposite direction [40]. The second
part of the regularisation term, γS(v), uses the regions of interest (ROIs) as input to try and
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aid the regularisation and increase the accuracy of the DVF.
Fig. 1.1 Illustration of the adaptive regularisation weight for one CT-slice, the green high-
lights where the algorithm increased the regularisation weight to achieve local regularisa-
tion.
Any ROIs or POIs that have been input by the user are incorporated into the term, D(v),
which is used to guide the algorithm [39]. A non-linear memory solver is used to compute
the minimisation of the function, f(v), and solve for a DVF [8] [39]. The function, f(v), is
optimised and solved using a resolution level system, whereby the DVF is calculated with a
coarse resolution which is then used as the initial starting guess in the subsequent resolution
level, this is completed iteratively until the finest level is reached [20] [33]. The algorithm
has three resolution levels, an initial coarse resolution of 10mm, a subsequent resolution of
5mm and a final resolution of 2.5mm [39]. This approach to solving the function, f(v), has
been shown experimentally to be more efficient than a single level approach [33].
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1.4 Methods of Assessment
The DIR algorithm can be assessed in three main ways, these are propagation of ROI con-
tours between registered images, propagation of identified points between registered images
and measurement of dose propagation between registered images [6] [42]. Each evaluation
method requires evaluation data, of which there are two types, phantom data and patient
data [34]. Phantom data is obtained by scanning physical phantoms that can be deformed
by a known amount. The phantom complexity can be relatively simple 2D block designs or
more complex 3D anatomical phantoms. Phantoms used for this purpose typically attempt
to represent a clinical scenario or at least an aspect of a clinical scenario such that the DIR
performance can be related to the potential clinical use of the algorithm [22]. Phantom data
is useful in that it provides a "gold standard" ground truth deformation which can be used to
compare to the calculated deformation by the DIR algorithm. Patient data is the use of real
patient CT images, which is useful as the DIR algorithm is intended to be used clinically on
real patient CT image data.
Propagation of ROI contours between registered images is where regions of interest are
delineated by an expert user on both the reference and target image set. An expert user is
defined here as an individual that is able to delineate clinically acceptable contours. For
phantom data the ROIs vary but are typically relatively easy to identify, however for patient
data the ROIs are typically the tumour volume and OARs, however these structures vary
depending on the anatomical site. The contours delineated on the reference image set, these
are propagated to the target image, and are then compared to the expertly defined contours
on the target image set. A range of metrics are used to compare the contour agreement
and assess the accuracy of the propagated contours [6]. There are a couple advantages to
using contour propagation as an evaluation method, one is that by increasing the number of
contours in an image set you can increase the comprehensiveness of the evaluation, another
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advantage is that contouring anatomical structures is a common practice in radiation therapy,
therefore there are a number of expert users that can delineate clinically acceptable contours.
Propagation of identified points between registered images is where a number of POIs
are identified on the reference image set and a number of corresponding POIs are identified
on the target image set. The POIs are then propagated from the reference image set to the
target image set and a number of metrics are used to compare and evaluate the agreement
between the propagated POIs and the expertly defined POIs [6]. The ability to increase the
information about the accuracy of the DVF by using more POIs is also an advantage for this
evaluation method.
Measurement of dose propagation between registered images is where a plan is first
created on the reference image set of a phantom arrangement, the dose is then calculated
and deformed to the target image set phantom arrangement, finally the plan is delivered
on the target image set phantom arrangement and the dose is measured and compared to
the propagated dose [41]. The measurement of the dose can be made with a number of
different types of detectors from point doses with an ion chamber through to 3D dosimetric
deformable gel or "DEFGEL".
The methods described are intended to be different ways of evaluating the DVF cal-
culated by the DIR algorithm, they also have the added benefit of directly evaluating the
contour propagation and dose propagation functions of the DIR algorithm. The DIR algo-
rithm will be assessed using all three methods described here to varying degrees and will
utilise both phantom and patient data.
Chapter 2
Methods and Materials
2.1 Registration method
The rigid and deformable registration algorithms evaluated in this research were those used
by RayStation. Described in this section is the detailed method used to register the image
sets in RayStation.
Rigid Registration method
1. An external ROI which outlines the patient was defined on both the reference and
target image set, this aids the rigid registration algorithm and is a pre-requisite for the
deformable image registration algorithm. The external ROI was automatically defined
using the “Create External ROI” tool.
2. Rigid image registration was performed between the reference and the target image
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set with the automatic gray level based algorithm.
3. The algorithm has up to 6 degrees of freedom, 3 for translational (x,y,z) and 3 for
rotational (pitch, yaw, roll). The rotational component can be set to zero if the regis-
tration only requires translational movement.
4. The registered images were qualitatively assessed by visual inspection.
DIR Registration method
1. A hybrid deformable image registration was performed between the reference and
the target image set after the the rigid registration was complete using the method de-
scribed previously. For the clinical studies the planning CT and re-CT image sets were
selected as the reference and target image sets respectively. There were no controlling
ROIs selected.
2. The contours, POIs and dose on the reference image set was propagated to the target
image set for the appropriate studies using the map ROIs, POIS and dose functions
for quantitative and qualitative assessment using the methods and metrics described
in the following sections.
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2.2 Metrics
2.2.1 Deformed Volume Ratio (DVR)
The deformed volume ratio (DVR) is defined in the following equation:
DVR=
Vexpert
Vpropagated
(2.1)
Where Vexpert is the volume defined by an expert on the target image set, and is consid-
ered the gold standard, and Vpropagated is the volume propagated by the DIR algorithm from
the reference image set to the target image set [10].
Ideally this ratio would be unity, indicating that the expertly defined contour and the
propagated contour are the same volume. The DVR indicates differences in size between
the expertly defined contour and the propagated contour, however it does not measure the
quality of the contours as two contours could have an identical volume but have a different
shape and position. This metric is useful however, because it gives additional information
about the similarity between the expertly defined contour and the propagated contour.
2.2.2 Anatomical Volume Ratio (AVR)
The anatomical volume ratio (AVR) is defined by the following equation:
AVR=
VER
VET
(2.2)
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Where VER is the volume defined by an expert on the reference image set, and VET is
the volume defined by an expert on the target image set. The expertly defined contours
are considered the gold standard and can be considered the true volume of the anatomical
structure. This metric provides the true relative anatomical change from the reference CT
image set to the target CT image set. The AVR metric is useful when assessing the impact
of true relative anatomical volume changes on the algorithms ability to deform.
2.2.3 Dice Similarity Coefficient (DSC)
The DSC is a metric used to quantify the similarity between two volumes, in this case the
DSC was used for quantifying the similarity between contoured regions of interest (ROI) on
the target CT image data set.
The DSC is defined by the following equation:
DSC =
2×A′∩B
A′+B
(2.3)
Where A’ is the deformed contour from the reference image set to the target image set,
and B is the contour expertly defined on the target image set.
If there is no overlap between the two contours the DSC value is 0, if there is partial
overlap the DSC is between 0 and 1, and if there is complete overlap between the volumes
the DSC value is 1 [43]. The DSC is therefore restricted to the range [0, 1]. The values and
corresponding contour spatial volume overlap is illustrated in Figure 2.1
The DSC is sensitive to both size and location of the contours. For example, two con-
tours with the same volume but with only half the volume overlapping would result in a
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Fig. 2.1 Illustration of DSC [43].
DSC = 12 and two contours where one is half the volume of the other but completely encom-
passed by the larger contour would result in a DSC = 23 . From this example it is clear that
differences in location is more heavily weighted than differences in size.
The value of the DSC can be used to compare contour agreement across different image
sets such that the DSC computed for the same ROI across multiple patients can be com-
pared. The value of the DSC is an indicator of contour agreement and the ability to compare
across multiple image sets makes the DSC a useful tool in deformable image registration
assessment.
2.2.4 Centroid Distance (CD)
The centroid is the geometric center of a contour. The centroid distance metric is simply the
distance from the centroid of the propagated contour to the centroid of the expertly defined
contour on the same image set.
The centroid position is given in x, y, z coordinates, the distance to another centroid is
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calculated using the following equation which is derived from the Pythagorean Theorem:
CD=
√
(x2− x1)2 +(y2− y1)2 +(z2− z1)2 (2.4)
The centroid distance metric is used as an indicator of the quality and accuracy of the
registration algorithm being assessed. The quality and accuracy is indicated by how close
the centroid distance metric is to zero. Ideally the centroid distance metric would be zero,
this would indicate that the contours are identical and in the same position. However it
is possible to get a value of zero with contours that do not match, this happens when the
centroids overlap coincidentally. It is however still a useful metric for providing information
about the contours and is used as an additional metric to analyse contour similarity.
2.2.5 Target Registration Error (TRE)
The target registration error (TRE) is defined by the following equation:
TRE =
1
n
i=1
∑
n
T (Xi)−Yi (2.5)
Where T(Xi) is the point of interest (POI) on the reference image set that has had the
DIR transformation applied to it, and Yi is the corresponding POI on the target image set.
The difference between T(Xi) and Yi is summed for n POI and divided through by n to get
the average. Xi and Yi are vectors, the TRE is therefore a vector [6].
Corresponding POI are identified on both the reference and target image set which are
in identical locations relative to the subject of the scan. The points on the reference image
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set are propagated to the target, the euclidian distance between the deformed and the target
points is then calculated and averaged to give the TRE.
2.3 Phantom Study
2.3.1 Multiple layer solid water phantom: without user input
A relatively simple phantom arrangement was used to simulate a volume change. Four
layers of solid water were used to construct the phantom. Solid water was selected because
it is a tissue equivalent material with absorbing and attenuation properties which are similar
to soft tissue, having a density of 1 g/cm3 with a corresponding CT number of approximately
1000 HU. The properties of solid water make it ideal for tissue change simulation.
The individual layers were all 30 cm by 30 cm in length and width with a varying
thickness of 2, 1, 0.5 and 0.3 cm. Each layer was stacked uniformly on top of each other
with the edges properly aligned. A scan was performed with and without the 0.3 cm layer
which gave a scan with four layers and a scan with three layers. The volume with four
layers was 3420 cm3 and the volume with three layers was 3150 cm3. Figure 2.2 shows the
arrangement and the relative thickness of the different layers.
This phantom arrangement enabled the testing of the accuracy and consistency of the
DIR algorithm. The DIR algorithm was used to register the CT image sets in both directions
according to the registration method in section 2.1. Using this phantom arrangement there
was a change in volume of 270 cm3 between the two scans and within that volume the
average CT number changes from ∼1000HU to ∼0 HU. This simulated both an expansion
and contraction of tissue volume which could represent swelling or tumour reduction for
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Fig. 2.2 Solid water phantom layers arrangement
example. In total there were 8 DVFs calculated, 4 contraction simulations and 4 expansion
simulations.
Quantitative evaluation was made using the DSC and POI propagation. The DSC of the
rigid registration was calculated as well as the average DSC for the contraction and the ex-
pansion simulations. A paired, two-tailed t-test was used to see if there was any statistically
significant difference between the expansion and contraction DSC. All t-tests are assuming
a 95% confidence level. If the algorithm is inverse consistent then the values of the con-
traction and expansion DSC should be approximately the same. Qualitative assessment was
also made by visually assessing the DVF overlaid with the CT images to determine where
the algorithm was correctly and incorrectly identifying changes and was also correlated with
the quantitative results.
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2.3.2 Multiple layer solid water phantom: with user input
The volume of CT voxels that the algorithm includes for its calculation of the DVF is larger
than the volume of the phantom and includes part of the CT couch as well as air. This means
that the CT couch influences the algorithm’s calculations which can cause errors in the DVF.
The automatically defined external contour was used as a controlling structure. A better
DVF should be calculated by doing this, as the algorithm will concentrate on the phantom
volume and will apply a lower weighting to the surrounding voxels in its calculation of the
DVF.
2.3.3 Effect of Image quality on DIR
CT and CBCT scans rely on x-ray photons which is ionising and therefore delivers an ab-
sorbed dose to the patient [19]. The image quality directly depends on the number of x-ray
photons and therefore all CT and CBCT scans are a trade-off between the image quality
and dose [14]. The dose that the patient receives is determined by the scan parameters and
the size of the patient. The scan parameters are set for the site and size of the patient such
that they produce clinically acceptable image quality and dose to the patient [7]. However
there are still image quality variations between patients for a given site and dose, also there
are significant image quality differences between CT and CBCT, with CBCT having poorer
image quality [31]. Therefore it is important that the influence of image quality is assessed
when investigating deformable image registration.
It is expected that image quality will affect the DVF calculation, however the magnitude
of the influence is unknown. Image quality has a number of components, in this study image
noise and contrast were changed and their effect on the DVF was investigated. The level
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of noise and contrast was controlled on CT by changing the kV and mAs parameters. The
image quality was characterised on CT and CBCT by scanning the CATPHAN phantom.
The protocols in the CATPHAN manual were used to analyse the scans for image noise,
contrast and resolution [15]. The image noise is indicated by the standard deviation of the
mean Hounsfield unit (HU) measured on the image uniformity module of the CATPHAN
phantom. The contrast is indicated by the ability to discern spheres of varying sizes and of
varying grayscale on the contrast resolution module. The resolution is determined by the
number of line pairs that can be resolved from a set of line pairs of varying space between
each line on the resolution module [15].
The CT scans were done on the Siemens Sensation Open CT scanner. The CT scans
were made such that the lowest, normal and highest possible image quality settings were
selected. For the lowest, normal and highest image quality settings the kV was 80, 140 and
160 respectively and the mAs were 49, 160 and 357 respectively. The scan on the CBCT
was done using the pelvis scan and had a kV and mAs of 125 and 680 respectively [35].
Solid water phantom: image quality assessment
The influence of image quality on the deformable image registration algorithm was assessed
by using four layers of solid water. The individual layers were all 30 cm by 30 cm in
length and width with a varying thickness of 2, 1, 0.5 and 0.3 cm. Each layer was stacked
uniformly on top of each other with the edges properly aligned. The 0.3 cm layer was
removed, resulting in a three layer phantom, which was then scanned again. Three different
image quality settings on CT were used which resulted in three paired CT scans.
A DVF was calculated for each of the three paired CT scans of different image quali-
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ties. The images were registered in both directions which gave a simulated contraction and
expansion and resulted in 6 DVFs. For the simulated expansion, the reference was the three
layer phantom and the target was the four layer phantom. The simulated contraction had the
reverse arrangement with the reference being the four layer phantom and the target being
the three layer phantom.
The deformations were assessed quantitatively using the DSC metric as defined in sec-
tion 2.2.2 and qualitatively by visual inspection of the deformed images.
Apple phantom: image quality assessment
The influence of image quality on the deformable image registration algorithm was assessed
by using an apple that had an applied deformation. An apple was used because it has CT
numbers that fall within the range of soft tissue (∼1000 HU) and it’s CT numbers are non-
uniform due to the non-uniform density, this gave a more realistic phantom for assessing
the DIR algorithm. The apple was setup in an identical position on both CT and CBCT and
was scanned in an un-deformed and deformed state. The CT scans were made with three
different image qualities, lowest, normal and highest.
The apple had a known deformation applied, whereby part of the apple was removed.
The known deformation was characterised by the external contour and POI. The apple was
scanned in the deformed and un-deformed state for the three CT image qualities and the
CBCT. This resulted in eight scans, six for CT and two for the CBCT. Each CT scan was reg-
istered to the appropriate CBCT scan. This resulted in six DVFs, three for the un-deformed
CT to the deformed CBCT, and three for the deformed CT to the un-deformed CBCT.
This arrangement enabled the simulation of the expansion and contraction of soft tissue
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which commonly occurs during treatment. For the simulated contraction the CT was the
un-deformed apple and the CBCT was the deformed apple. For the simulated expansion the
CT was the deformed apple and the CBCT was the un-deformed apple.
Deformable registration of CT to CBCT is of clinical interest as this will be necessary
for dose accumulation which is used to assess the need for adaptive radiation therapy. It is
therefore important to assess the influence of image quality on DIR and to ensure that the
deformations are accurate.
The deformations were assessed quantitatively using the DSC metric as defined in sec-
tion 2.2.2, the TRE metric as defined in section 2.2.4 and qualitatively by visual inspection
of the deformed images.
2.4 Patient Study
A number of sites were selected for the general patient image set study, these were, the lung,
breast, head and neck, cranialspinal, prostate and groin. The sites were selected based on
the potential application of DIR to those sites with the use of advancing radiation therapy
techniques.
The head and neck site was then selected as a further study because there is increasing
and particular interest in using advanced techniques involving DIR for this treatment site.
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2.4.1 General patient image sets: without user input
For this retrospective study, a cohort of 8 patients were selected from the Pinnacle TPS
database and imported into RayStation. Each patient was selected based on the following
criteria, first they had to have two image data sets, the original planning CT scan (CT1) and
a re-CT scan (CT2). Secondly each patient had to have contours that matched on both of
their data sets.
All contours were delineated at the time of CT1 and CT2 scans in order to facilitate
treatment planning and assess the need to re-plan respectively. Once the initial planning
CT scan was completed, each patient’s CT image data were sent to the Pinnacle TPS for
external beam planning. Standard contours were delineated as defined in the International
Commission on Radiation Units (ICRU) Reports No. 50 and 62. These included the gross
tumour volume (GTV), the planning target volume (PTV), the clinical target volume (CTV)
and the OARs. The contours delineated on the second CT scan were variable, and did not
conform exactly to the ICRU reports; this was because they only included clinically relevant
structures for assessing the change in dose distribution from which a radiation oncologist
(RO) made a decision on whether to re-plan or not. However there was still a reasonable
range of contours that could be used for the study.
The patients selected had a range of treatment sites, and therefore a range of different
contours, the same contours were not delineated on every patient, however each contour
studied was delineated on a minimum of two patients for comparison. The contours included
in this study were the PTV, lung, spinal cord, brainstem, mandible, bladder and rectum. For
all treatment sites the PTV was contoured by a RO and the OAR were contoured by a
radiation therapist (RT)[25][26][28][27].
The contours were propagated in 3 different ways, first using rigid registration, then DIR
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and finally DIR with no rotation (DIR-NR). DIR with no rotational degrees of freedom was
an additional registration method and was added due to a known error in the DIR algorithms
inability to take into account the rotational component of the rigid registration when com-
puting contour or dose propagation [30]. All contours were propagated according to the
rigid registration and DIR method in section 2.1 and assessed quantitatively using the vol-
ume difference metric, the DSC and the CD metric as defined in section 2.2 and qualitatively
by visual inspection.
Table 2.1 and 2.2 contains relevant clinical information for the 8 patients used as cohorts
for this study.
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Item P1 P2 P3 P4
Diagnosis Malignant
neoplasm of
bronchus or
lung
Malignant neo-
plasm of breast
Overlapping
malignant neo-
plasm of lip,
oral cavity and
pharynx
Malignant neo-
plasm of central
nervous system
Volume site Right Lung Right Breast +
Right SCF
Head and Neck -
Floor of mouth,
L Ant Neck, R
Ant Neck
Craniospinal +
post fossa boost
Treatment type 3DCRT 3DCRT IMRT 3DCRT
Prescibed dose
(Gy)
50 50, 50 60, 50, 50 55.8
Number of
fractions
20 25, 25 30, 25, 25 31
Date of initial
pCT
08/10/2013 20/08/2013 16/10/2013 11/10/2013
Date of first
fraction
08/10/2013 21/10/2013 18/11/2013 29/10/2013
Date of re-CT 21/10/2013 08/10/2013 15/11/2013 08/11/2013
Reason for re-
CT
Reduction in
collapsed lung
Implant re-
moved from her
left breast
Mass increased
in size - swelling
on the mandible
Setup was dif-
ficult to repro-
duce
Time between
pCT and re-CT
(days)
13 49 30 28
Time between
first fraction
and re-CT
(days)
13 N.A. N.A. 10
Table 2.1 Relevant Clinical Information I
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Item P5 P6 P7 P8
Diagnosis Overlapping
malignant
neoplasm of
tonsil
Malignant neo-
plasm of parotid
gland
Malignant
neoplasm of
prostate
Malignant neo-
plasm of vulva
Volume site Head and Neck
- R Tonsil, R
Ant Neck, L Ant
Neck
Head and Neck -
Right Parotid
Prostate Groin
Treatment type IMRT Phase 1:3DCRT
- Phase 2:IMRT
VMAT VMAT
Prescibed dose
(Gy)
75, 50, 50 27.5, 27.5 74 50
Number of
fractions
35, 25, 25 10, 10 37 25
Date of initial
pCT
29/11/2013 15/11/2013 14/10/2013 13/12/2013
Date of first
Fraction
19/12/2013 25/11/2013 04/11/2013 02/01/2014
Date of re-CT 29/01/2014 16/12/2013 18/11/2013 15/01/2014
Reason for re-
CT
4.4 kg weight
loss (5% was
8˜8kg) needed
to assess spinal
cord tolerence
Two phase plan Rectum con-
stantly in differ-
ent position to
CT
Swelling in the
nodal region
Time between
pCT and re-CT
(days)
61 31 35 33
Time between
first fraction
and re-CT
41 21 14 13
Table 2.2 Relevant Clinical Information II
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2.4.2 Head and neck study: without user input
For this retrospective study a cohort of 6 patients were selected from the Pinnacle TPS
database and imported into RayStation.
The 6 patients selected for this study were head and neck cases. A single treatment
site was chosen for the purpose of presenting the algorithm with multiple CT image data
sets which are relatively similar, this helps assess how well the algorithm deforms for this
particular site and how consistently it applies the deformation.
The head and neck anatomical site does not typically deform as much as other sites,
such as the thoracic and pelvic region. This is because the structures within the head and
neck region are typically more stable, particularly the bony anatomy such as the skull and
the soft tissue anatomy such as the brain. This means that the head and neck anatomical site
serves as a good basis for the validation and verification of the DIR algorithm as it should
in theory be a relatively simple site.
A range of contours were delineated in the head and neck region, each contour studied
was delineated on a minimum of two patients for comparison. There were 42 contours as-
sessed in this study, the contours included were the spinal cord, spinal cord PTV, brainstem,
brainstem PTV, mandible (including left and right), chiasm, left optic nerve, left optic nerve
PRV, and the brachial plexus (left and right).
All contours were deformed using the DIR algorithm and according to the DIR method
in section 2.1. The contours were assessed quantitatively using the DVR and the DSC as
defined in section 2.2, and qualitatively by visual inspection. The propagated contours were
also assessed on RayStation using a simple optimised plan (SOP), that is, a dose distribution
of 70 Gy in 35 fractions to the tumour was planned and optimised around the propagated
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contours on the target CT image set for each patient. If the propagated contours were in-
correctly deformed then it is expected that the PTV will be underdosed and the surrounding
tissue will be overdosed, with OARs likely to be overdosed. The difference in the dose to
the propagated contours and the expertly defined contours on the target CT image set will be
assessed to determine the dosimetric implications of using propagated contours for clinical
planning.
ICRU Reports 50, 62 and 83 recommend that the dose delivered to the target volume in
the patient is within -5% and +7% of the prescribed dose, this underpins the principle used
in treatment planning which is to ensure that 100% of the volume receives at least 95% of
the prescribed dose. There are a number of qualitative dose statistics that are used to report
the dose to the target volume and the OAR. The dose statistics calculated and reported in
this study are ones recommended by ICRU Reports 50, 62 and 83, they are the D98%, the
D2%, the Dmean and the Dmax. The D98% is the maximum dose received by at least 98% of
the volume and is useful for determining dose coverage to the PTV, the D2% is the maximum
dose received by at least 2% of the volume, the Dmean is the mean dose to the volume and is
useful for measuring the dose uniformity to the PTV, the Dmax is the maximum dose to the
volume and is useful for looking at the maximum tolerance dose to OAR. The maximum
dose to an OAR is particularly important for serial structures, as when a part is irradiated
above tolerance dose the OAR stops functioning completely, this is in contrast to parallel
organs which can have parts of the organ exceed tolerance dose but still function at a lower
capacity [16].
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2.4.3 Head and neck study: with user input
The DIR algorithm in RayStation allows the user to choose ROIs that are contoured on both
the reference CT data set and the target CT data set to be controlling structures and focus
structures.
The controlling structure function is designed to guide the deformation algorithm. A
penalty term is added to the objective function that drives the registration, as described
in section 1.2, and aims to deform the contours from the reference CT image data to the
corresponding contours on the target CT image data set [29].
The focus structure function is designed to calculate a deformation in a specific volume
of the CT data set, as determined by the ROI selected, outside of which the algorithm does
not calculate any deformation. By selecting an ROI as a focus ROI, the volume surrounding
it is the specific volume that is “focused” on by the algorithm [29].
The two functions were used on 15 selected contours from the head and neck anatomi-
cal site study. The DIR algorithm was implemented according to the DIR method in section
2.1 with the exception that the appropriate controlling structure or focus structure was also
selected. A separate DVF was therefore calculated for the DIR alone (i.e. without a con-
trolling or focus structure), the DIR with a controlling structure and the DIR with a focus
structure for each of the selected contours. The contours were then propagated and assessed
qualitatively using the DSC metric as defined in section 1.2. This meant that there were
15 DSC values for the DIR algorithm alone, 15 DSC values for the DIR algorithm with a
controlling structure and 15 DSC values for the DIR algorithm with a focus structure. The
DSC values for the DIR algorithm alone was used to compare to the DSC values with a
controlling structure, and with a focus structure. A paired, two-tailed t-test was used to see
if there was any statistically significant difference between the DSC values.
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2.5 Dose Measurements
2.5.1 Phantom Layers
A relatively simple phantom arrangement was used to simulate a change in anatomy for the
purpose of dose propagation and dose measurements. Ten layers were placed on top of a
water phantom which has a central ion-chamber insert. Nine layers were made from solid
plastic polystyrene, and one layer was made of cork. A single layer of polystyrene was
placed on top of the phantom, the next layer was cork and the remaining eight layers of
polystyrene were placed on top of that.
Polystyrene was used as it is a water equivalent phantom material and is therefore dosi-
metrically equivalent to soft tissue, with a density of 1.05 g/cm3 [7]. Cork was used as it
is dosimetrically equivalent to lung tissue [42]. These properties made the materials ideal
for anatomical tissue change simulation. The water phantom and layers were 20 x 20 cm in
length and width. The water phantom was 11 cm high, the polystyrene layers were 0.31 cm
thick and the cork layer was 0.6 cm thick. Figure 2.3 illustrates the arrangement.
This phantom arrangement enabled the validation of the DIR algorithm using dose mea-
surements. The phantom was scanned on a Siemens sensation open CT. The phantom was
scanned in two arrangements, one with all ten layers placed on top of the phantom, and one
with seven layers of polystyrene with the cork layer and two polystyrene layers removed.
The two scans were used to simulate an expansion and contraction of tissue. The seven layer
phantom was set as the reference for the simulated expansion and the ten layer phantom was
set as the reference for the simulated contraction.
A static 10 x 10, 6X beam was planned on the target image set in RayStation to deliver
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Fig. 2.3 Dose phantom arrangement
120 monitor units (MUs) with the isocentre in the middle of the ion-chamber. A DVF was
calculated from the reference to the target and the dose calculated for the 10 x 10 field was
deformed from the target to the reference image set. The beam was delivered on an iX
Linear accelerator. The dose was measured using a 10 x 10 cm piece of gafchromic film
placed centrally on the top surface of the photon water phantom, this gave a measured dose
in this plane. A point dose measurement was also made using an ion-chamber at 5 cm depth
in the photon water phantom.
The dose measurements were made on the phantom arrangement that was scanned for
the reference image set, as the dose is deformed from the target to the reference image set.
The dose that the ion-chamber and film was expected to receive was calculated using DIR
with the deform dose function. The dose that the ion-chamber and film were expected to re-
ceive was also calculated on RayStation by planning the same beam arrangement, including
energy and MUs, as was on the target image set.
Chapter 3
Results and Discussion
3.1 Phantom Study
3.1.1 Multiple layer solid water phantom: without user input
The mean DSC for the expansion DIR, contraction DIR and the rigid registration was 0.93
+/- 0.03, 0.98 +/- 0.01 and 0.96 +/- 0.01 respectively. A paired, two-tailed t-test showed that
there is a statistically significant difference between the expansion and contraction DSC
values (p=0.01). A paired, two-tailed t-test showed that there wasn’t statistically signifi-
cant difference between the expansion DIR and rigid registration DSC values (p=0.14). A
paired, two-tailed t-test showed that there is a statistically significant difference between the
contraction DIR and rigid registration DSC values (p=0.01). The results indicate that using
DIR for tissue expansions and contractions is at least as good as rigid registration.
The DSC results indicate that the simulated contraction was more accurate than the sim-
ulated expansion, therefore the DIR algorithm may be more accurate at deforming contract-
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ing structures as opposed to expanding structures. If this were to translate into real patient
image data, then the algorithm may be better suited for tissue loss as opposed to tissue gain,
for example in tumour reduction as opposed to tumour growth. The results need to be taken
in consideration with the understanding that the DSC is an indicator of the registration ac-
curacy, and that it can not be relied on solely for contour evaluation purposes, thorough user
evaluation is still required.
The POIs were placed in the plane approximately 2 mm below the top surface and above
bottom surface indicated as plane 1 and 2 in figure 3.1 and figure 3.2 (coronal image 58th
slice of both the expansion and contraction). It’s reasonable to expect a calculated shift of
approximately zero for the x and y directions and an absolute shift close to 3 mm in the
z-direction for both the simulated contraction and expansion in plane 1 which is near the top
surface of the phantom. It is also reasonable to expect a calculated shift of approximately
zero for the x, y and z coordinates for both the simulated contraction and expansion in plane
2 which is near the bottom surface of the phantom.
The average POI shift in cm for the simulated expansion and contraction in tissue over
the four phantom arrangements in the planes 1 and 2 are listed in table 3.1, figures 3.3, 3.4,
3.5 and 3.6 show a transverse view of these planes. For the figures 3.1 to 3.6 the colour
blue represents vectors 0 to 0.10 cm in length, yellow represents vectors 0.10 to 0.15 cm in
length, green represents vectors 0.15 to 0.25 cm in length and red represents vectors 0.25 to
0.30 cm in length.
Simulated contraction TRE
(cm +/- 0.1)
Simulated expansion TRE
(cm +/- 0.1)
Plane 1 (-0.01, 0.02, -0.29) (-0.01, -0.01, 0.08)
Plane 2 (-0.01, 0.02, -0.01) (-0.01, 0.00, 0.18)
Table 3.1 POI results for multiple layer solid water phantom: without user input
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The POI shifts for the simulated contraction were closer to what could be reasonably
expected than the simulated expansion. The simulated contraction had a shift of <0.2 mm
for the x and y directions in both planes and the z direction in plane 2, and a shift of approxi-
mately 2.9 mm in the z-direction in plane 1. The simulated expansion also had a shift of <0.2
mm in the x and y directions for both planes, however the z-direction was approximately
0.8 mm and 0.18 mm for planes 1 and 2 respectively which is outside the expected values.
From these results it is likely the algorithm is calculating a more accurate DVF for the sim-
ulated contraction than the simulated expansion. The POI results also indicate that for this
phantom arrangement the algorithm is calculating a better DVF transform for the simulated
contraction compared to the simulated expansion which is registered in the opposite direc-
tion. This indicates that the algorithm may be better at deforming tissue contractions as
opposed to tissue expansions.
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Fig. 3.1 Simulated Expansion (coronal)
Fig. 3.2 Simulated Contraction (coronal)
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Fig. 3.3 Simulated Expansion - Plane 1 (transverse)
Fig. 3.4 Simulated Expansion - Plane 2 (transverse)
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Fig. 3.5 Simulated Contraction - Plane 1 (tansverse)
Fig. 3.6 Simulated Contraction - Plane 2 (transverse)
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Visual inspection was used to qualitatively assess the calculated DVFs. For the simulated
contraction and expansion the colour blue represents vectors 0 to 0.12 cm in length, green
represents vectors 0.12 to 0.23 cm in length, yellow represents vectors 0.23 to 0.29 cm in
length and red represents vectors 0.29 to 0.35 cm in length. The DVF calculated for the
simulated contraction appeared to be superior than the DVF calculated for the simulated
expansion as can be seen in figure 3.1, 3.2, 4.1 and 4.2.
Fig. 3.7 Simulated Contraction DVF
3.1 Phantom Study 39
Fig. 3.8 Simulated Expansion DVF
From visual inspection the vectors point in the expected direction for both the expan-
sion and contraction, which is upwards and downwards respectively. However both DVFs
displayed incorrect vectors of at least 3 mm in length in locations along the edges of the
phantom, with this being more pronounced in the expansion simulation. Most of the vec-
tors still have a component in the correct direction, however they also have relatively large
components in incorrect directions which results in the vectors pointing off to an angle. It
is clear that the vectors were more uniform in the contraction simulation compared to the
expansion simulation. All DVFs were relatively uniform towards the centre of the phan-
tom, and relatively non-uniform towards the edges. This indicates that the algorithm did not
deform the edges of the phantom as accurately as the central region.
The qualitative and quantitative results show that the algorithm is calculating a better
DVF for the simulated contraction than the simulated expansion. This indicates that the
algorithm handles the change in CT values from 1000 HU to 0 HU better than the opposite
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direction. This has implications in the use of the algorithm on patients, as weight loss in the
head and neck is likely to be better determined by the algorithm and reflected in the DVF
than swelling in the head and neck for example. Or more gas in the rectum in the follow
up scan could not be accounted for as well by the algorithm as less gas in the rectum. It
is possible the algorithm sees the problem as “missing” CT numbers when removing the
270cm3 volume and going from 1000HU to 0HU between the reference and the target CT
image data sets. Therefore the algorithm may handle “missing” CT numbers better than the
reverse, i.e. “creating” CT numbers.
The results indicate that the contours have propagated incorrectly for both the simulated
expansion and contraction. Incorrect contour propagation has potential dosimetric impli-
cations for treatment. For example, if the propagated contours are accepted for treatment
planning as a part of ART then there could be serious dosimetric consequences to the tar-
get volume and OARs, with underdosing to the target tumour and overdosing to the OARs
being likely outcomes, which subsequently affects the tumor control probability and tissue
complications probability and therefore the therapeutic ratio. The results indicate that there
is a difference in the ability of the DIR algorithm to deform a simulated expansion of tissue
as compared to a simulated contraction of tissue, with the simulated contraction being more
accurate. However the simulated contraction is not ideal either, it would therefore be abso-
lutely necessary to have an expert user thoroughly evaluate any propagated contour that is
intended to be used for clinical treatment planning purposes, this result is also found in a
number of research papers [36] [38].
A limitation of this setup is that the phantom arrangement is not an ideal situation and
does not reflect a clinical scenario as well as it potentially could. Although the CT numbers
are similar to the tissue density of a real subject, the shape of the square layers is not realistic.
However the it does give an indication of the limitations of the algorithm.
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Conclusion - Multiple layer solid water phantom: without user input
The results indicate that the DIR algorithm was more accurate when calculating a DVF for
the simulated contraction of tissue, as opposed to the simulated expansion of tissue. There-
fore the DIR algorithm may be more accurate at deforming tissue contractions as opposed
to tissue expansions with real patient CT image sets, for example weight loss as opposed
to weight gain and tumour reduction as opposed to tumour growth. This has important im-
plications for contour propagation, as any contour that is propagated in a region of tissue
expansion may be less accurate than a contour propagated in a region of tissue contraction.
Accepting propagated contours for clinical treatment planning requires careful evalua-
tion, if the contours are not evaluated by an expert user then there is a high possibility of
negative dosimetric consequences with underdosing to the target tumour and overdosing to
the OARs being possible outcomes. The results indicate that this is particularly important
for contours propagated in regions of tissue expansion, however the results also indicate
that all propagated contours have errors associated with them, and so it is important that all
propagated contours are thoroughly evaluated and edited by an expert user if they are to be
used clinically for treatment planning or dose accumulation purposes.
3.1.2 Multiple layer solid water phantom: with user input
Visual inspection was used to evaluate the deformed images. The deformed image is the
reference image with the deformations applied and therefore ideally it should be identical
to the target image. The deformed image provides a good visual tool for inspecting how
well the algorithm is deforming the image. From visual inspection of the deformed im-
ages, including figure 3.9 and 3.10, the deformation appeared to be more accurate with the
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controlling structure than without for both the contraction and expansion simulation.
For the simulated contraction and expansion there was a distortion on the edges of the
phantom that erroneously extended part the phantom up to approximately half a cm out from
the edge. On some of the CT image data sets the CT couch merged into the phantom as
shown in figure 3.9. The use of the external contour as a controlling structure significantly
decreased the distortion on the edges of the phantom as shown in figure 3.10, the edges
became essentially parallel with a relatively small amount of distortion.
The results indicate that the use of the external contour as a controlling structure helps
guide the DIR algorithm to achieve more accurate DVFs. The DVF could be used to prop-
agate contours or dose, it is therefore important that it is as accurate as possible. However
there is still a significant error associated with DIR calculations and it is therefore necessary
to have an expert user thoroughly evaluate the DVF by visual inspection of the DVF itself
as well as any propagated contours if it is to be used clinically.
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Fig. 3.9 Solid water phantom with no controlling structure
Fig. 3.10 Solid water phantom with the external contour selected as a controlling structure
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Conclusion - Multiple layer solid water phantom: with user input
From visual inspection it was found that using the external contour as a controlling structure
increases the accuracy of the deformation algorithm. The influence of the CT couch on the
algorithms calculation was minimised by using the external as a controlling structure. Using
the external contour as a controlling structure is therefore a relatively easy and effective
method for improving the algorithm’s accuracy.
An external contour should be used as a controlling structure for any DIR calculation,
as it helps improve the accuracy of the DVF. However, there are still errors associated with
the DVF, therefore every DVF needs to be visually assessed by an expert user and any
contours propagated should also be visually assessed by an expert user. Similarly, any dose
propagated needs to have an accurate DVF as determined by an expert user.
3.1.3 Effect of image quality on DIR
Table 3.2 gives the image quality information for each scan type used, as measured by the
CATPHAN 600. Standard deviation is used to quantify noise, a smaller standard deviation
represents a higher image quality. The standard deviation of the CT scans with the lowest,
normal and highest image quality was 30, 13 and 8 respectively. The CBCT had a standard
deviation of 14. As expected the standard deviation decreased with decreasing noise. The
contrast resolution was also affected, with the contrast resolution increasing with increasing
image quality. The resolution however was the same across all CT scans and slightly better
for the CBCT scan.
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Image Noise
(Mean HU +/- 1
S.D.)
Contrast Resolution Resolution
(line
pairs/cm)
CT: Lowest image quality -13 +/- 30 15 mm sphere on the 1%
supra-slice
4
CT: Normal image quality 13 +/- 13 7 mm sphere on the 1%
supra-slice
4
CT: Highest image quality 20 +/- 8 6 mm sphere on the 0.3%
supra-slice
4
CBCT: Pelvis scan 4 +/- 14 15 mm sphere on the 1%
supra-slice
5
Table 3.2 Image quality parameters
Solid water phantom: image quality assessment
The DSC results are listed in table 3.3. The difference between the simulated contraction
and expansion was not statistically significant (p = 0.31).
Simulated contraction DSC Simulated expansion DSC
Lowest image quality 0.98 0.97
Normal image quality 0.98 0.97
Highest image quality 0.98 0.86
Table 3.3 DSC results for solid water phantom: image quality assessment
The deformed images of the simulated contraction are shown in figure 3.11, 3.12 and
3.13, these are a single transverse slice close to the centre of the phantom which is represen-
tative of the other slices as the deformed phantoms were relatively uniform. The reference
contour is the solid line and is the contour that outlines the phantom in the reference image
set, the target contour is the contour that outlines the phantom in the target image set and is
the dashed contour line. Ideally the phantom should be contained within the target contour
when visually assessing the deformed image.
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From visual inspection of figures 3.11, 3.12 and 3.13, it was observed that the left side
of the phantom extended out beyond the edge boundary by approximately 0.6 cm, 0.5 cm
and 0 cm for the lowest, normal and highest image quality respectively. However for the
highest image quality the left side of the phantom was consistent with the the edge bound-
ary. This indicated that the deformation accuracy increased with increasing image quality,
however the highest image quality did not completely fill the target contour which repre-
sents the target phantom and was therefore not entirely accurate as also indicated by the
DSC values. The deformed images of the simulated contraction also show that for all three
image qualities the phantom did not move significantly from the reference position, outlined
by the solid contour line, to the target position, outlined by the dashed contour line.
The deformed images of the simulated expansion are shown in figure 3.14, 3.15 and
3.16, these are a single transverse slice close to the centre of the phantom. From visual
inspection it was observed that parts of the left and right sides of the phantom extended
beyond the edge boundary by approximately 0.6 cm for the lowest image quality. For the
normal image quality a small part of the right side extended approximately 0.4 cm beyond
the edge of the phantom and parts of the top surface extended to the target dashed contour.
For the highest image quality the left side extended beyond the edge of the phantom by
approximately 0.5 cm, the anterior surface extended beyond the target dashed contour by
approximately 0.25 cm and the posterior surface by approximately 0.3 cm. For the simulated
expansion the DSC increased from the lowest image quality to the normal image quality, but
decreased for the highest image quality, this was not expected but was consistent with visual
inspection.
From visual inspection the extension of the phantom beyond the edge of the phantom
on the left and right sides represents erroneous calculations by the deformation algorithm as
these are locations where no deformation has been simulated and hence zero deformation
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should be observed. The results need to be taken in consideration with the limitations of the
method. It has been suggested that a possible limitation is the uniformity of the phantom,
clinical images contain intensity gradients however the phantom is of uniform intensity
which is anatomically unrealistic and provides the algorithm with information it would not
see clinically [42]. The deformation applied to the phantom is also anatomically unrealistic.
However it is still a useful simulation and does test the limits of the algorithm.
This arrangement has provided results that indicate image quality does influence the
calculations of the DVF by the DIR algorithm being assessed. The results indicate that better
image quality is more accurate for DIR in regions of simulated contraction and that normal
image quality is more accurate than other image qualities for DIR in regions of simulated
expansion. Both the expansion and contraction of tissue occurs in a real patient, the results
suggest that using a higher image quality does not significantly increase the accuracy of
DIR for both expansion and contraction of tissue and is in fact worse for the contraction
of tissue, it would therefore not be justified to increase the image quality and associated
imaging dose according to the justification and optimisation principles recommended in the
ICRP-60 publication [24].
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Fig. 3.11 Lowest image quality - Simulated contraction (coronal)
Fig. 3.12 Normal image quality - Simulated contraction (coronal)
Fig. 3.13 Highest image quality - Simulated contraction (coronal)
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Fig. 3.14 Lowest image quality - Simulated expansion (coronal)
Fig. 3.15 Normal image quality - Simulated expansion (coronal)
Fig. 3.16 Highest image quality - Simulated expansion (coronal)
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Conclusion - Solid water phantom: image quality assessment
The results indicate that the DIR algorithm is more accurate at calculating a DVF for the
simulated contraction with a higher image quality than lower image qualities, however the
results also indicate that the DIR algorithm is most accurate for the simulated expansion
with the normal image quality. The results indicate that increasing the image quality would
not significantly improve the accuracy of the DVFs calculated by the DIR algorithm in a
real patient, therefore increasing the image quality and the associated imaging dose is not in
line with the justification and optimisation principles recommended by ICRP-60 publication
[24]. Increasing the imaging dose is not justified as the benefit does not outweigh the cost.
Apple phantom: image quality assessment
The DSC was calculated for each registration of the CT to a different CBCT image qual-
ity. The DSC results are listed in table 3.4. The mean DSC for the simulated contraction
and simulated expansion for all image qualities was 0.88 +/- 0.00 and 0.90 +/- 0.01. A
paired, two tailed t-test showed that there wasn’t a significant difference between the mean
simulated contraction and expansion DSC (p=0.06). The DSC also had a relatively small
standard deviation between image qualities, indicating that the image quality wasn’t a sig-
nificant factor in the registration. From these results the higher image quality would not be
justified due to the increased dose delivered to the patient.
Simulated contraction DSC Simulated expansion DSC
Lowest image quality 0.89 0.90
Normal image quality 0.88 0.90
Highest image quality 0.88 0.90
Table 3.4 DSC results for apple phantom: image quality assessment
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The TRE was calculated for 10 points identified on the surface of the apple, in both the
reference and target image sets. The same points were identified on all registrations so that
they could be compared. Figure 3.17 shows the identified points on a single slice of the
normal image quality CT to CBCT registration for both the simulated expansion (right) and
simulated contraction (left). The points identified were identical for each of the different
image qualities used. Left-Right is the x-direction, Anterior-Posterior is the y-direction
and Superior-Inferior is the z-direction. The colour blue represents vectors 0 to 0.33 cm
in length, green represents 0.33 cm to 0.67 cm in length, yellow represents vectors 0.67 to
0.84cm in length and red represents vectors 0.84 to 1cm in length.
Fig. 3.17 (Left) simulated contraction (Right) simulated expansion
The TRE results are listed in table 3.5. Ideally the TRE would be zero which would
indicate that the POIs deformed from a number of identified points relative to the anatomy
on the reference image to the same points relative to the anatomy in the target image, any
deviation from the identified points will results in a non-zero TRE. The TRE is relatively
large for the x-coordinate, with between 0.4 and 0.5 cm error from the ideal position for
the simulated expansion and between 1.2 and 1.3 cm error for the simulated contraction.
This indicates that the algorithm has not deformed the apple accurately. When considering
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either the simulated expansion or contraction the accuracy of the algorithm as indicated by
the TRE does not change significantly for different image qualities. This indicates that the
image quality does not have a significant influence on the algorithms calculations.
Simulated contraction TRE
(cm +/- 0.1)
Simulated expansion TRE
(cm +/- 0.1)
Lowest image quality (-1.2, -0.1, -0.0) (-0.4, -0.2, 0.0)
Normal image quality (-1.2, -0.1, -0.0) (-0.5, -0.1, 0.0)
Highest image quality (-1.3, -0.1, -0.1) (-0.5, -0.2, 0.1)
Table 3.5 TRE results for apple phantom: image quality assessment
Three transverse images of the apple on the same slice (0.75 cm), for all CT to CBCT
simulated expansions are shown in figure 3.18 and simulated contractions are shown in fig-
ure 3.19. From visual inspection it is evident that the DIR algorithm did not fully deform
the contour from the reference to the target image for both the simulated expansion and
contraction. The DIR algorithm did deform the contour in the correct direction and identi-
fied deformation in the deformed region, however the magnitude of the deformation was not
calculated accurately by the DIR algorithm. Ideally the blue dashed line which represents
the propagated contour and the magenta dashed line which represents the expertly defined
target contour would be identical. For the simulated expansion, the algorithm incorrectly
deformed the contour on the left side of the apple, which decreased the size of the contour.
In a real patient an incorrect decrease of a contour on a target volume would result in an
underdose, which could have significant implications for treatment.
The quantitative and qualitative results indicate that the DVF has errors for all image
qualities and that every DVF calculated would need to be thoroughly evaluated by an expert
user if it was to be used clinically for contour or dose propagation, and that any contours
propagated for clinical use would also have to be thoroughly evaluated by an expert user.
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Fig. 3.18 Simulated Expansion, magenta dashed is the target external contour, blue solid is
the reference external contour and blue dashed is the propagated contour, ideally the two
dashed lines would overlap. (Left) lowest CT image quality, (Centre) Normal CT image
quality and (Right) Highest CT image quality.
Fig. 3.19 Simulated Contraction, magenta dashed is the target external contour, blue solid
is the reference external contour and blue dashed is the propagated contour, ideally the two
dashed lines would overlap. (Left) lowest CT image quality, (Centre) Normal CT image
quality and (Right) Highest CT image quality.
Conclusion - Apple phantom: image quality assessment
The DSC, TRE and qualitative results indicate that the image quality does not have a signif-
icant impact on the DIR accuracy. It is therefore not justified to use a higher image quality
in an attempt to improve the accuracy of the DIR calculations. Increasing the image quality
would require an increase in the imaging dose which is not justified. The results also indi-
cate that the DIR calculations have errors for all image qualities and that any DVF calculated
would need to be thoroughly evaluated by an expert user before clinical use for contour or
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dose propagation, and any contours propagated would also need to be thoroughly evalu-
ated by an expert user. Any contours propagated and used clinically for treatment planning
without expert evaluation and editing will very likely be incorrect, this would lead to the
possibility of significant errors in dose delivery to the target volume and OAR, and there-
fore decreasing the tumour control probability and increasing the normal tissue complication
which would cause a decrease in the therapeutic ratio.
3.2 Patient Study
3.2.1 General patient image sets: without user input
The 8 patients selected have a range of different treatment sites as shown in table 2.1 and
2.2, this permits a more comprehensive validation of the DIR algorithm because a range of
different sites means that the DIR algorithm has to process a range of different images with
varying anatomical structures and hence image intensities. The ability of the DIR algorithm
to process image data from a range of different treatment sites is implicit in its design, and
so it is appropriate that this is assessed.
The AVR was calculated using equation 2.5. The observed range of the AVR in all
contours expertly defined on the reference and target CT image sets was from ≃ 0.5 to ≃
2, which represents a change in the original anatomical volume of between ≃ 50% and ≃
200%. The 22 contours used in this study are a sample of patient contours and give an
indication of the general anatomical volume changes you might expect to see clinically.
The DVR was calculated using equation 2.1. The DVR results are listed in table 3.6 and
A2. The result of a paired, two-tailed t-test showed that there isn’t a statistically significant
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difference between the mean DIR-NR DVR and the mean DIR DVR (p = 0.91). The result of
a paired, two-tailed t-test showed that there isn’t a statistically significant difference between
the mean rigid registration DVR and the mean DIR DVR (p = 0.78), indicating that they
are essentially equivalent methods of registration. The t-test indicates that using DIR for
contour propagation is no more advantageous than using rigid registration, however these
results do show that the range decreases when using DIR. The DVR metric only compares
the volumes of the expertly defined contour and the propagated contour, it doesn’t give any
information on the accuracy of the shape and position of the contours which is an important
consideration when assessing the DVR results.
DVR Mean DVR Range
DIR 1.02 0.54 - 1.83
DIR-NR 1.01 0.53 - 1.85
RR 1.05 0.54 - 2.03
Table 3.6 DVR results of the 22 contours for the general patient image sets: without user
input
Looking at the mean DVR values on average the volume of the propagated contours
was within 5% of the volume of the expertly defined contours for all registration methods,
this indicates good agreement between the propagated contours and the expertly defined
contours. However the standard deviation and the range of the DVR was relatively large for
all registration methods. The standard deviation was from 0.25 to 0.31 which represents a 25
to 31% difference in contour volume, and the range was from 0.53 to 2.03 which represents
47 to 103% difference in contour volume.
The variability of the DVR indicates that the deformed volumes on the target image set
can be significantly different from the expertly defined volumes on the target image set. The
difference between the propagated contour volume and the expertly defined contour volume
could have significant clinical implications. Any plan that uses a propagated tumour volume,
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as opposed to an expertly defined contour, for its optimisation risks having significant under
dosing and any OAR volume using a propagated contour risks having significant overdos-
ing. Using propagated contours for planning could potentially result in significant errors in
dose, this could have significant implications for treatment, with a potentially lower tumour
control probability and higher tissue complication probability, decreasing the therapeutic
ratio.
The DSC was calculated from equation 2.2. The DSC results for the DIR-NR, DIR and
rigid registration are plotted against the AVR on a scatter plot and displayed in figure 3.20
and tabulated in table A.1. The DSC results for all registration types were plotted against the
AVR to evaluate the impact a range of actual anatomical volume changes (i.e. the expertly
defined volume changes from the reference to the target) would have on the registration.
Fig. 3.20 Scatter plot of DSC results against the AVR
From figure 3.20 it is observed that the average DSC for all registration methods trends
downward for decreasing and increasing AVR, relative to an AVR of 1. An increase of
greater than 1.1 in the relative anatomical volume of the bladder, rectum and spinal cord
and a decrease of greater than 0.9 in the volume of the bladder and rectum lead to a decrease
in the mean DSC for all registration methods. The mean DSC for all registration methods
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is highest for relatively small changes in volume and lowest for relatively large changes in
volume as can be seen in figure 3.20. This is expected as a larger difference in volume
between the expertly defined contours on the reference image set and the expertly defined
contours on the target image set means that the algorithm has to calculate a more complex
deformation, as there are more degrees of freedom, which has a greater uncertainty.
From figure 3.20 it is observed that most of the data points cluster between an AVR
of approximately 0.9 and 1.1, and a DSC between 0.8 and 1. This is expected as a small
change in the AVR should result in a high DSC for rigid registration, assuming there isn’t
a significant change in shape, and DIR should have a DSC at least as high as the rigid
registration DSC if not better, assuming the DIR does not make the registration worse.
The majority of data points which have a AVR of between approximately 0.9 and 1.1 but
have a DSC below 0.6 are rigidly registered, this is expected as the anatomical volume has
not changed significantly between the reference and the target but the shape of the volume
has, and this is not accounted for by the rigid registration. These data points represent the
spinal cord and the mandible, which indicates that for these contours the DIR has performed
significantly better than the rigid registration. Looking at this region one of the rectum
contours has approximately the same relatively low DSC for all registrations, indicating
that the shape change of the rectum was too much for the DIR algorithm to bring its DSC
up to that of the other propagated contours. The remaining data points that fell outside of
the AVR range of 0.9 to 1.1 had a drop in DSC value for all registration methods, however
DIR still performed better than rigid registration for the majority of contours.
The mean DSC across all contours for DIR-NR, DIR and rigid registration was 0.82 +/-
0.08, 0.82 +/- 0.07 and 0.72 +/- 0.08 respectively. The mean DSC for DIR-NR and DIR
was higher than the mean DSC for rigid registration by 0.1 which is just over one standard
deviation for both the DIR and DIR-NR DSC values. The result of a paired, two-tailed
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t-test showed that there isn’t a statistically significant difference between the mean rigid
registration DSC and the mean DIR DSC (p = 0.06). However the result of a paired, two-
tailed t-test showed that there is a statistically significant difference between the mean rigid
registration DSC and the mean DIR-NR DSC (p = 0.04). It is important to note that the
two-tailed t-test was calculated assuming a 95% confidence level, therefore the results are
close to the threshold of being considered statistically significant or not. The results indicate
that using DIR-NR and DIR is more accurate than using rigid registration alone.
DIR improved the DSC relative to rigid registration alone for the considered contours in
68% of the registrations. In 18% of the registrations the DSC for rigid registration alone was
greater than the corresponding DIR DSC. The remaining 14% of DSC values were the same
for both DIR and rigid registration. DIR-NR improved the DSC relative to rigid registration
alone for the considered contours in 63.7% of the registrations. In 22.7% of the registration
the DSC for rigid registration alone was greater than the corresponding DIR-NR of the DSC.
The remaining 13.6% of DSC values were the same for both DIR-NR and rigid registration.
These results indicate that the algorithm is better at deforming the contours for the majority
of cases, however there is a relatively large percentage of contours which are performing
worse than the rigid registration, this highlights the need for thorough user evaluation in a
clinical setting.
The DIR-NR was assessed because of the known rotational error. The effect of the
rotational error depends on the magnitude of the rotational angle, and in this study the
rotational angle was relatively small, ranging from 0.53 to 3.74 degrees therefore a large
influence on the DIR and hence DIR DSC was not expected [30]. A paired, two-tailed t-test
showed that there isn’t a statistically significant difference between the mean DIR DSC and
DIR-NR DSC (p = 0.83).
The CD was calculated using equation 2.3. The CD was calculated for two registration
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methods, DIR-NR and rigid registration. The mean CD (cm) was 0.74 +/- 0.47 and 0.43
+/- 0.58 for rigid registration and DIR-NR contours respectively. The mean CD decreased
significantly from the rigid registration to the DIR-NR (p=0.05). These results indicate an
improvement in the contour propagation for DIR-NR as a smaller centroid distance indi-
cates a greater agreement with the expertly defined reference contour. However the CD
between the DIR-NR propagated contours and the expertly defined contours was smaller
than rigid registration for 68% of the considered contours, the remaining 32% of contours
had a smaller CD for rigidly propagated contours. Although the results indicate that the
DIR-NR performed better than rigid registration for the majority of contours it also indi-
cates that the DIR-NR actually performed worse than rigid registration for almost a third
of the contours. These results suggest that it can not be assumed the DIR algorithm gives
a better result than the rigid registration and that it can in fact be less accurate, this is an
important consideration when being used in a clinical setting as a poorer registration could
result in incorrect doses to the target volume and OAR if the propagated contours were
accepted for planning.
The centroid distance calculated for DIR-NR is plotted against the DIR-NR DSC for
all contours and displayed in figure 3.21. The scatter plot shows that there is a moderate
negative correlation, with a correlation coefficient of -0.63, this indicates that there is a
tendency for high CD values to go with low DSC values. This is expected, as an increase in
the CD indicates poorer registration and a decrease in the DSC indicates poorer registration.
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Fig. 3.21 Scatter plot of Centroid Distance results for DIR-NR plotted against the DSC
results for DIR-NR
Conclusion - general patient image sets: without user input
The results indicate that there isn’t a significant difference between using DIR-NR or DIR,
and that DIR-NR and DIR perform better than rigid registration for the majority of cases pre-
sented to it. However it’s important to note that the results also indicate that for a relatively
large number of contours the DIR algorithm performed worse than the rigid registration.
This is an important consideration when being implemented in a clinical setting. The con-
tours could not be used for treatment planning without thorough user evaluation and visual
inspection by an expert on delineating anatomical structures. If the contours were accepted
without thorough user evaluation and used for treatment planning there is a high risk that
there would be unintended doses to the target volume and OAR which would impact tumour
control and normal tissue complications and therefore the therapeutic ratio.
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3.2.2 Head and neck study: without user input
The observed range of the anatomical volume change in the expertly defined contours on
the reference CT image data sets to the expertly defined contours on the target CT image
data sets, was from 0.5 to 4 times the original volume.
Figure 3.22 is a scatter plot of the DIR DSC results against the AVR, this illustrates the
relationship between the actual volume change (as determined from the volumes delineated
by an expert) from the reference to the target CT image set and the deformation accuracy.
From figure 3.22 it is observed that the DSC values cluster between 0.8 and 1 and the AVR
range of approximately 0.9 and 1.1, outside of this region it is observed that the DSC values
decrease significantly. All propagated contours have errors associated with them and will
therefore require thorough evaluation by an expert user, and possibly editing if they are to
be used for clinical use. The results also indicate that any volume change in an anatomical
structure from the reference to the target that is larger than approximately 10% will be less
accurate than an anatomical change of less than approximately 10% and will therefore be
likely to require more editing by an expert user. This indicates that the algorithm is more
accurate when it only needs to make relatively small deformations and that the algorithm is
less accurate when it is required to make relatively large volume deformations.
The mean DVR for all contours was 0.96 +/- 0.34 with a range of 0.27 to 1.81. The
range for the DVR represents a -73% to 81% difference in volume from the expertly defined
contour to the propagated contour. Looking at the mean DVR value on average the DIR
propagated contours were approximately 4% larger than the expertly defined contours on
the target CT image set which indicates excellent agreement. However it’s important to
also note that the standard deviation and the range is relatively large, indicating that for
a number of contours the deformed volume was significantly different from the expertly
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defined volume.
The mean DSC across all contours was 0.72 +/- 0.21 and 0.55 +/- 0.23 for DIR and rigid
registration respectively. A paired, two-tailed t-test showed that there isn’t a statistically
significant difference between the DIR and the rigid registration DSC (p=0.29). The DIR
DSC has a relatively large standard deviation which is due, in part, to the difficulties the
algorithm had at deforming volumes under 20 cm3 and to the difficulty of calculating accu-
rate deformations for the relatively large volume changes in the contours from the reference
CT image data set to the target CT image data set. Figure 3.22 displays the calculated DSC
values against the relative anatomical volume change calculated by taking the ratio between
the expertly defined contours on the reference image and the expertly defined contours on
the target image.
Fig. 3.22 Scatter plot of DSC results against the AVR
The DSC is plotted against the reference contour volume (cm3) in figure 3.23 this il-
lustrates the relationship between the volume of the contour being deformed and the DSC.
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As the volume increases the DSC also increases, this indicates that the deformation is more
accurate for larger volumes. For the objects and structures with a volume greater than ap-
proximately 20 cm3 the DIR algorithm had a relatively high DSC indicating an increased
deformation accuracy for these contours. This indicates that for smaller volumes the DIR
algorithm is relatively poor at calculating deformations.
Fig. 3.23 Scatter plot of DSC results against the reference contour volume
The large standard deviation attributed to the DVR and the DSC is due in part to the
relatively poor DIR calculations for the smaller volumes. Figure 3.24 shows the comparison
between the reference, target and propagated contours for the brainstem on the CT image
data set and the colourwash deformation calculated for an individual patient. The DSCs
calculated for the brainstem were all relatively high. This is because the expertly defined
contour of the brainstem did not change significantly between the reference and the target
CT image set, as there wasn’t a significant change in the brainstem itself. The DIR algorithm
correctly identified that there was no deformation in this region for all patients and hence
the reference contour was not deformed significantly yielding a high mean DSC for the
64 Results and Discussion
brainstem.
Figure 3.25 compares a single CT slice from the reference and the target CT data set,
where the reference, target and propagated contours of the optical nerve are overlaid on both
images. Inspecting the images it is clear that the reference right optical nerve is in a slightly
different position than in the target. The deformation algorithm did not accurately calculate
this shift, as is observed in the images. This may be due to the low contrast in that particular
region, it may also be due to the small volume. The DSC is consequently low, matching the
qualitative analysis.
The mean DSC for the PTV across all patients for DIR was 0.88 +/- 0.05. A SOP was
planned and optimised around the propagated contours to deliver 75 Gy in 35 fractions to
the deformed tumour volume for each patient. The dose distribution on the expertly defined
contours was then compared and assessed. The mean results for the qualitative dosimetric
statistics of the PTV are listed in table 3.7. It was found that the mean D98% for the expert
target volume was -10% of the D98% planned to the deformed target volume, with a range
of -0.34 to -31.69%. Therefore the expert target volume was getting under dosed on average
by 10% when the propagated contours were used for clinical planning. This is below the
recommended delivery dose of between -5% and +7% according to ICRU Reports 50 and
62 [1][2].
D98% (Gy) Dmean (Gy) D2% (Gy) Dmax (Gy)
Deformed PTV 63.53 +/- 1.84 69.89 +/- 0.23 73.74 +/- 1.16 74.21 +/- 1.28
Expert PTV 57.05 +/- 8.63 69.36 +/- 0.66 73.85 +/- 1.25 74.09 +/- 1.29
Percentage dif-
ference
-10% -0.17 % 0.15 % -0.17 %
Table 3.7 Mean values for the qualitative dosimetric statistics of the PTV
It was also found that the mean Dmax for the expert OAR was -3.9% of the Dmax planned
3.2 Patient Study 65
to the deformed OAR, with a range of -22.84 to 11.56%. Therefore some of the expert
OAR volumes were getting a significant overdose with up to 11.56% higher Dmax than was
expected by the plan. This is particularly important for OAR that are serial structures, as
a dose that exceeds the tolerance of the structure will cause it to stop functioning. A dose
volume histogram (DVH) of one of the patients is shown in figure 3.26. From figure 3.26 it is
observed that the dose to the expertly defined PTV is significantly lower than the dose to the
deformed PTV, and that the dose to the expertly defined right brachial plexus is significantly
higher than the dose to the deformed right brachial plexus, it is also observed that the doses
to the other OAR do not match.
Fig. 3.24 DVH displaying the target volume and OARs for a head and neck patient (Pink
is the expertly defined contours, yellow is the deformed brainstem, dark blue is the spinal
cord, green is the mandible, red is the right brachial plexus and light blue is the PTV).
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Fig. 3.25 (A) Is a colourwash map illustrating the DVF with the reference contour in blue,
the dark blue colour indicates 0 to 0.25mm deformation and (B) is the target image with the
expertly defined reference contour (solid blue), expertly defined target contour (solid red)
and the propagated contour (dashed blue)
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Fig. 3.26 (A) Is A single slice from the reference image and (B) is a single slice from the
target image. The expertly defined reference contour (solid blue), expertly defined target
contour (solid red) and the propagated contour (dashed blue) are overlaid on both images.
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Conclusion - head and neck study: without user input
The results give an indication as to the limitations of the calculated deformation. It was
observed that the DIR algorithm is relatively poor at deforming reference contours that
have volumes of less than approximately 20cm3. It was also observed that contours that
had an AVR outside of 0.9 - 1.1, and therefore a anatomical volume change of greater than
approximately 10% from the reference contour to the target contour, resulted in significantly
poorer DIR calculations. Relative volume changes of up to 400% were observed which is
really pushing the algorithms ability to deform.
The use of propagated contours for clinical planning and optimisation can potentially
cause significant errors in dose compared to the expertly defined contours. The errors may
lead to under dosing of the target volume and over dosing of the OAR. The dose errors
decrease the TCP and increase the NTCP which in turn lowers the therapeutic ratio and
therefore decreases the effectiveness of the treatment, that is curing the malignancy, and
increases the chance of side effects. These results show that all propagated contours con-
tain errors which can have significant dosimetric consequences, therefore all propagated
contours need to be thoroughly evaluated by an expert user if they are to be accepted for
clinical use.
3.2.3 Head and neck study: with user input
The mean DSC for the contoured structures using the DIR algorithm alone was 0.64 +/- 0.24,
with a controlling structure it was 0.60 +/- 0.41 and with a focus structure it was 0.54 +/-
0.23. A paired, two tailed t-test for the DSC values of the DIR algorithm alone compared to
the DSC values with controlling structures showed that there wasn’t a statistically significant
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difference between the data sets (p=0.99). A t-test for the DSC values of the DIR algorithm
alone compared to the DSC values with focus structures showed there wasn’t a statistically
significant difference between the data sets (p=0.49).
There were 6 very small structures selected which had a volume of less than 3 cm3.
These 6 structures brought the mean down for the 15 selected structures. The mean DSC for
the 6 smaller volumes was 0.38 +/- 0.17, 0.18 +/- 0.24 and 0.33 +/- 0.09 for the DIR alone,
DIR using a controlling structure and DIR using a focus structure respectively. A paired, two
tailed t-test showed that there wasn’t a statistically significant difference between the mean
DIR alone DSC and the mean controlling structure DSC (p=0.13) or the mean DIR alone
DSC and the focus structure DSC (p=0.54). The DIR accuracy, as indicated by the DSC,
did not improve for any of the registration methods when considering the small volumes.
The The 9 larger volumes, which had a volume of at least 12 cm3, had a mean DSC
0.81 +/- 0.04, 0.94 +/- 0.03 and 0.75 +/- 0.1 for the DIR alone, DIR using a controlling
structure and DIR using a focus structure respectively. A paired, two tailed t-test showed
that there was a statistically significant difference between the mean DIR alone DSC and
the mean controlling structure DSC (p=0.01), but that there wasn’t a statistically significant
difference between the mean DIR alone DSC and the focus structure DSC (p=0.09). The
DIR accuracy, as indicated by the DSC, improved when using a controlling structure, but
not a focus structure. Figure 3.27 shows the plot of the initial volume of the contours against
the DSC values calculated for the DIR alone, the DIR with a controlling structure and the
DIR with a focus structure.
The DSC results indicate that the algorithm performed significantly worse when deform-
ing the small volumes as compared to the large volumes for all registration methods. The
small volumes in this study were the chiasm and the right brachial plexus, these are specific
contours that are very likely to deform incorrectly, which is important in a clinical situa-
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Fig. 3.27 Scatter plot of the DSC values calculated for the DIR algorithm alone, with a
controlling structure and with a focus structure
tion. The results indicate that any contours that have a small volume and are propagated by
the DIR algorithm need to be thoroughly evaluated by an expert user if they are to be used
clinically. This is because they will potentially have significant errors associated with them
which will need to be corrected. If the contours are not corrected, there is the possibility that
the patient may have the incorrect dose given to the tumour or OAR which will influence
the therapeutic ratio negatively.
The results indicate that using controlling structures for larger volumes improves the
DIR accuracy, and that using focus structures does not improve the accuracy of the DIR
calculations for any volume size. These results indicate that controlling structures should be
used clinically for large volumes whenever possible to help guide the algorithm and achieve
a higher accuracy in the DVF. However the propagated contours still had errors associated
with them, indicating that the DVF was not entirely accurate, therefore all DVFs calculated
with the intention of being using clinically must be thoroughly evaluated by an expert user.
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The DSC results indicate that the DIR algorithm with a focus structure calculates less
accurately than without it for the larger volumes. It was also observed that the calculation
time for using a focus structure was considerably faster than without the focus structure,
being on the order of seconds as opposed to minutes, part of the reason for the poorer
accuracy may be the lower calculation time. The algorithm also has less information in the
surrounding volume for its calculation. Figure 3.28 shows the volume that the algorithm
selected to calculate its deformation when the spinal cord was selected as a focus structure
ROI.
Fig. 3.28 The oblong volume surrounding the spinal cord is automatically selected when the
contour is used as a focus structure as is displayed here.
Conclusion - head and neck study: with user input
Using the contour being propagated as a controlling structure enabled the algorithm to more
accurately deform the larger contours (> 12cm3) as compared to DIR alone. The algorithm
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was very poor at deforming very small volumes accurately. For small volumes the algo-
rithm performed poorly for all registration methods, that is DIR alone, DIR with controlling
structure and DIR with focus structure. The results also indicate that for larger volumes the
focus structures are not as accurate as the DIR alone or DIR with a controlling structure.
The DIR algorithm was unable to perform accurate deformation calculations for small
volumes even with the added functions. This indicates the possibility of a fundamental
limitation in the algorithm’s ability to deform contours, that is, a volume beyond which the
algorithm breaks down and is unable to accurately propagate contours. This is an important
consideration if the DIR algorithm is to be used clinically, as all contours that have a small
volume and are propagated will need to be thoroughly evaluated by an expert user. Small
volumes are likely to be least accurate when deforming.
3.3 Dose Measurements
3.3.1 Phantom Layers
The dose that the film and ion-chamber received was predicted using RayStation, this was
achieved by planning the same beam arrangement used on the machine, and also by planning
with the CT image set of the same phantom arrangement used. This gave a calculated
planned dose to the film and ion-chamber from which a comparison to the measured film
dose, ion-chamber and the deformed dose could be made.
The accuracy of the dose detectors is an important consideration. The dose measure-
ments on the film have an uncertainty of approximately 3%, whereas the ion chamber has
an uncertainty of approximately 1.5% [32][3]. The film is significantly less accurate than
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the ion chamber, however it provides an approximate value of the dose delivered and has a
greater resolution.
Tables 3.8 and 3.9 include the film dose, the plan dose calculated by RayStation, and
the deformed dose calculated by the DIR algorithm in RayStation. The dose is measured
and calculated at five POIs within the beam and in the plane of the film for comparison.
Table 3.8 lists the measured and calculated dose results for the single layer phantom as the
target image set. Table 3.9 lists the measured and calculated dose results for the four layer
phantom as the target image set.
Point of Interest
(POI)
Film measurement
(Gy)
RayStation plan cal-
culation (Gy)
Deformed dose (Gy)
1 1.41 1.32 1.28
2 1.43 1.32 1.28
3 1.42 1.32 1.28
4 1.43 1.32 1.28
5 1.41 1.31 1.28
mean 1.42 1.32 1.28
Table 3.8 Seven layer phantom film results
Point of Interest
(POI)
Film measurement
(Gy)
RayStation plan cal-
culation (Gy)
Deformed dose (Gy)
1 1.36 1.29 1.31
2 1.35 1.29 1.32
3 1.37 1.29 1.31
4 1.35 1.29 1.32
5 1.37 1.28 1.30
mean 1.36 1.29 1.31
Table 3.9 Ten layer phantom film results
The mean film measurement dose for the seven layer phantom was 1.42 Gy, this was
7.6% higher than the planned dose and 10.9% higher than the dose calculated by dose prop-
agation. The mean film dose for the ten layer phantom was 1.36 Gy, this was 5.4% higher
74 Results and Discussion
than the planned dose and 3.8% higher than the dose calculated by dose propagation.
Table 3.10 lists the measured and calculated dose results for the ten and seven layer
phantom as the target image set.The dose is measured and calculated at the isocentre in the
middle of the ion-chamber for comparison.
Phantom Ion-chamber mea-
surement (Gy)
RayStation plan cal-
culation (Gy)
Deformed dose (Gy)
Ten layer 1 1 1.04
Seven layer 1.03 1.03 1
Table 3.10 Ten and seven layer phantom ion chamber results
The ion-chamber dose measurement for the ten layer phantom was 1 Gy, this matched
the dose calculated by the plan on RayStation and was 4% lower than the dose calculated by
deforming the dose. The ion-chamber dose measurement for the seven layer phantom was
1.03 Gy, this matched the dose calculated by the plan on RayStation and was 3% lower than
the dose calculated by deforming the dose. Therefore the doses predicted by the calculated
plans on RayStation were the same as the ion-chamber measurements. The measured doses
with the ion-chamber showed excellent agreement between the calculated planned doses on
RayStation. This is expected as this is a full buildup region with a relatively small dose
gradient, the ion-chamber is therefore more accurate in this region.
The measurements show that the calculated planned doses to the film and ion-chamber
using RayStation was significantly more accurate than using the deform dose function. A
clinical example of how the dose propagation could be used is where a patient has come
in for a re-treatment some months or years after an initial course of radiation therapy. In
this case dose propagation could be used to map the dose from the old treatment CT data
set to the newly acquired CT data set which would be used to assess the doses that par-
ticular structures have already received and hence would influence to what level of dose
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those structures could go to in the new treatment. In order to do this the dose propagation
needs to be accurate. However these results suggest that it would be more accurate to plan
the original beam arrangement on the newly acquired CT data set and then plan the new
treatment. dose propagation could also potentially be used clinically for dose accumulation,
however these results indicate that the dose inaccuracies are relatively high and so it may
not be appropriate to use dose propagation for dose accumulation. The results show that the
RayStation calculated planned doses should be used in preference to the doses calculated
by the deform dose function and that the deform dose function should be used with caution.
Conclusion - phantom Layers
The film and ion chamber measurements indicated that the calculated planned doses are
more accurate than the deformed doses. Therefore the clinical use of dose propagation
needs to be approached with extreme caution, as it contains many inaccuracies which could
have a significant impact on the treatment of a patient. In order to use dose propagation the
user needs to be confident that the DVF calculated by the DIR algorithm is accurate, and
would therefore require thorough user evaluation of the DVF, however these results suggest
that the errors associated with the DVF are too large for dose propagation to be clinically
useful.
Chapter 4
Conclusion
4.1 Conclusion
The quantitative and qualitative results indicate limitations in the DIR algorithm. The results
show that the DVF calculated by the DIR algorithm is not entirely accurate and contains
errors, which is expected as the calculation of a DVF by a DIR algorithm is considered an
ill-posed problem to which there is not a single solution. The errors associated with the
DVF translate into errors in the propagation of contours and dose.
It was found that the image quality does not have a significant effect on the DIR calcula-
tions. It was also found that contours propagated using DIR are not as accurate as expertly
defined contours. The errors in contour propagation were found to be significantly larger
for small volumes (<20 cm3), and for relatively large changes in the AVR. The errors in
contour propagation were also found to have a negative impact on the dose distribution to
the target volume and the OAR when used as the basis for planning and optimising a clinical
treatment. Using propagated contours for clinical planning resulted in an under dose to the
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target tumour and an over dose to the surrounding tissue, the dose difference between ex-
pertly defined contours and the propagated contours was found to be significant in a number
of patients.
From this work it is recommended that all propagated contours are assessed by an ex-
pert user to ensure that they are clinically acceptable, if it is determined that they are not
clinically acceptable then the contours must be edited before being implemented for a clin-
ical use. Using propagated contours without expert user evaluation and editing resulted in
a lower TCP and a higher NTCP which subsequently lowered the therapeutic ratio. Con-
tour propagation has the potential to increase the efficiency of ART by decreasing the re-
contouring time required, propagated contours will require expert assessment and editing
however this process is likely to take less time than re-contouring from scratch for most
patients as the edits are relatively small compared to creating a whole new contour.
The presented studies predominately focused on contour propagation with the use of
similarity metrics as a means of assessing the accuracy of the DVFs calculated by the DIR
algorithm. dose propagation as a means of DIR assessment was an addition to this. As a
result, the contour propagation accuracy is better understood than the dose propagation ac-
curacy. However the results do indicate that the calculated DVFs are inaccurate which has
consequences for both contour propagation and dose propagation, in that it causes inaccu-
racies in both. From this work it is recommended that every DVF is thoroughly assessed if
it is intended to be used for dose propagation and that dose propagation should be used with
extreme caution.
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4.2 Limitations and Future Work
A number of limitations in the methods used to evaluate and assess the DIR algorithm were
identified and can be improved upon in future studies. The propagation of ROIs between
registered images is good at giving information about the accuracy of the DVF, however
evaluating the contours does not give information about the accuracy of the vectors calcu-
lated for the voxels inside or outside the contour, only the voxels that are on the edge of the
contour. This can give a bias result on the accuracy of the DIR algorithm, as the contours
are typically structures that have a relatively high gradient of voxel intensity at the bound-
ary which is easier for the intensity component of the algorithm, the correlation coefficient,
to calculate accurate vectors [6]. This can be mitigated by contouring more structures and
using structures that do not have relatively high gradients at the boundary. Further study on
the effect of the number of contoured structures on the accuracy of DIR should be explored.
The phantom data is useful for simulating a clinical situation that can be related to a
real clinical situation. However, a phantom is still a simulation and even the most advanced
phantoms can not simulate all the anatomical deformations that a real patient may have.
It has been suggested that a possible limitation of using phantom data is that phantoms
typically have uniform intensity gradients, as opposed to varied intensity gradients in real
patient data, this may produce different results than what might be seen clinically [34][42].
Phantom data is useful however as it gives insights into the accuracy of a DIR algorithm,
and for future studies more advanced phantoms with anatomical representations and realistic
intensity gradients would be ideal.
A interesting area for future research would be the use of mathematical phantoms, which
are image data sets that have a known mathematical DVF applied to them which results in
the target image set. The DIR algorithm being assessed is then used to calculate the DVF
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between the image data sets, the known DVF is then compared directly to the calculated
DVF. This is one of the most fundamental ways to assess the accuracy of the DVF and is an
improvement for any future work.
Another interesting area for future evaluation and assessment of the DIR algorithm is
requesting expert users to grade contours on a scale of clinical useability by evaluating the
contours slice by slice. This would be a useful way to get direct information about the
clinical usability of the propagated contours.
The similarity metrics used in this study were the DVR, which is a measure of the relative
difference in volume of the expertly defined contour to the propagated contour, and the DSC
which provides a number that is directly related to how well the volumes overlap and how
similar they are in both size and location. Although the metrics used in this study are good,
additional metrics would also be useful. A possible improvement for future studies would be
to use a surface distance based metric, this measures the mean and maximum distance from
points on the surface of each contour, each point has a corresponding point typically defined
by the shortest distance between each contour. The DSC is very good at giving a result
which describes the general agreement between two overlapping contours; however using a
surface distance based metric would provide more information on where the contours agree
and do not agree which is needed as this could potentially be clinically significant.
All the quantitative results that are based on the expertly defined reference contour as-
sume that the reference contour is the gold standard and is therefore the best possible contour
for the CT image set. However this is not necessarily true, there is inter-observer variation
in the contour delineation and this adds uncertainty to the quantitative results. An improve-
ment would be to get multiple experts to contour the same set of CT images such that the
inter-observer variation could be quantified and taken into account when calculating the
final deformable results.
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Appendix A
Patient Study
A.1 General patient image sets: without user input
84 Patient Study
Patient Contour Rigid registra-
tion DSC
DIR DSC DIR DSC No
Rotation
P1 Lung 0.89 0.98 0.86
P2 Lung 0.93 0.88 0.99
P1 Spinal Cord 0.77 0.80 0.83
P3 Spinal Cord 0.49 0.87 0.88
P4 Spinal Cord 0.31 0.85 0.86
P5 Spinal Cord 0.60 0.68 0.67
P6 Spinal Cord 0.65 0.80 0.77
P1 PTV 0.94 0.82 0.88
P3 PTV 0.92 0.93 0.93
P4 PTV 0.95 0.95 0.95
P7 PTV 0.69 0.69 0.69
P8 PTV 0.86 0.89 0.90
P3 Brainstem 0.87 0.84 0.85
P4 Brainstem 0.84 0.85 0.85
P5 Brainstem 0.85 0.86 0.86
P6 Brainstem 0.83 0.86 0.86
P3 Mandible 0.62 0.82 0.82
P6 Mandible 0.38 0.92 0.93
P7 Bladder 0.73 0.73 0.72
P8 Bladder 0.70 0.71 0.70
P7 Rectum 0.56 0.55 0.55
P8 Rectum 0.64 0.72 0.82
Mean +/- 1 SD 0.72 +/- 0.08 0.82 +/- 0.07 0.82 +/- 0.08
Table A.1 DSC results for general patient image sets: without user input
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Patient Contour DIR-NR DIR Rigid
P1 Lung 1.00 1.00 0.87
P2 Lung 1.00 1.00 0.89
P1 Spinal Cord 0.77 0.77 1.34
P3 Spinal Cord 0.99 0.99 1.09
P4 Spinal Cord 1.07 1.09 1.01
P5 Spinal Cord 0.53 0.54 2.03
P6 Spinal Cord 0.68 0.74 1.47
P1 PTV 1.10 1.09 1.00
P3 PTV 1.07 1.07 1.00
P4 PTV 0.99 0.98 1.00
P7 PTV 1.22 1.22 0.82
P8 PTV 0.99 1.02 0.90
P3 Brainstem 1.17 1.18 0.92
P4 Brainstem 0.98 0.96 1.00
P5 Brainstem 1.00 1.00 1.03
P6 Brainstem 1.16 1.20 0.89
P3 Mandible 1.12 1.13 0.93
P6 Mandible 0.94 0.93 1.02
P7 Bladder 0.69 0.69 1.49
P8 Bladder 1.85 1.83 0.54
P7 Rectum 0.88 0.89 1.13
P8 Rectum 1.11 1.18 0.65
Mean +/- 1 SD 1.01 +/- 0.26 1.02 +/- 0.25 1.05 +/- 0.31
Table A.2 DVR values for DIR, DIR-NR and rigid registration
